Traumatic cataract associated with mini glaucoma shunt.
We report a case of a 30-year-old woman with aniridia who developed a traumatic cataract related to placement of an Ex-PRESS mini glaucoma shunt. To our knowledge, this potential complication of the device has not been reported.